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To facilitate high-throughput proteomic analyses we have developed a modified FASP protocol which improves the rate at which protein samples can be processed prior to mass
spectrometry. Adapting the original FASP protocol to a 96-well format necessitates
extended spin times for buffer exchange due to the low centrifugation speeds tolerated by
these devices. However, by using 96-well plates with a more robust polyethersulfone molecular weight cutoff membrane, instead of the cellulose membranes typically used in these
devices, we could use isopropanol as a wetting agent, decreasing spin times required for
buffer exchange from an hour to 30 minutes. In a typical work flow used in our laboratory this
equates to a reduction of 3 hours per plate, providing processing times similar to FASP for
the processing of up to 96 samples per plate. To test whether our modified protocol produced similar results to FASP and other FASP-like protocols we compared the performance
of our modified protocol to the original FASP and the more recently described eFASP and
MStern-blot. We show that all FASP-like methods, including our modified protocol, display
similar performance in terms of proteins identified and reproducibility. Our results show that
our modified FASP protocol is an efficient method for the high-throughput processing of protein samples for mass spectral analysis.

Data Availability Statement: Data are available
from MassIVE (https://massive.ucsd.edu/
ProteoSAFe/static/massive.jsp) with the accession
number MSV000080595.
Funding: This research was supported by award
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award P50AI098639 from the National Institute of
Allergy and Infectious Disease and fellowship
support (JPM) and research support (grant
number 1051627) from the National Health and
Medical Research Council of Australia. JM is
supported by a Career Development Fellowship

Introduction
Filter-aided sample preparation (FASP) is a method for efficiently generating tryptic peptides
from complex protein mixtures prior to mass spectral analysis. FASP combines the use of a
molecular weight cut-off (MWCO) membrane as a ‘reactor’ [1], on which complex protein
mixtures can be chemically modified and digested, with the use of specialized buffers, containing concentrated urea, to efficiently remove detergents and excesses of reagents involved in
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chemical modifications of the protein mixtures [2, 3]. FASP provides an efficient, convenient
and effective method for the processing of cell or tissue lysates containing detergents [4] and
has become widely adopted part of proteomic work flows [5, 6].
Although a clever solution to the preparation of protein samples for mass spectrometry, the
original FASP methodology used individual ultrafiltration devices, such as Microcon (Millipore) or Vivacon (Sartorius-Stedim), that are resistant to reasonably high centrifugation
speeds. However, for high-throughput processing of many protein samples, the use of cellulose
MWCO filters, as used in the FASP protocols, in a 96-well plate format is problematic due to
the low centrifugation speeds tolerated by these devices. Centrifugation between wash steps
then becomes prohibitively long, drastically increasing the time needed for the processing of
samples [7, 8]. To facilitate high-throughput analysis of clinical samples, we have developed a
method that uses a FASP-like protocol on 96-well plates using a more robust polyethersulfone
(PES) filtration membrane in place of the cellulose filter typically used in FASP protocols. PES
plates have been used previously in the development of high-throughput proteomic sample
preparation techniques [9] but these protocols have also suffered from the need for extended
spin times to facilitate complete buffer exchange. By using the PES membrane in conjunction
with isopropyl alcohol as a wetting agent, our refined protocol provides a 96-well FASP
method which greatly reduces the time required for high-throughput processing of protein
samples.
Since the original description of FASP in 2009 [10], a number of modified protocols have
been proposed to improve performance: enhanced FASP (eFASP) pre-passivates Microcon filter surfaces with 5% TWEEN-20 to enhance peptide recovery and uses a surfactant (0.2%
deoxycholic) during detergent steps and digestion to increase trypsin efficiency [11]; 96-well
plates with a 10 MWCO membrane have been used to enable economic high-throughput processing of urine and human cell lines [7, 8]; and, more recently, MStern-blot (MStern) [12],
uses a large-pore, hydrophobic polyvinylidene fluoride (PVDF) membrane. To evaluate the
relative performance of our protocol compared to the other FASP-like methods and to assess
any potential effects on proteins identified in subsequent mass spectrometry, we compared the
performance of our modified protocol with the other FASP-like methods, FASP, eFASP and
MStern-blot in the proteomic analysis of a complex protein mixture from human cell lines.

Materials and methods
The same lysis and protein solubilisation protocol was observed for all methods. Removal of
reduction and alkylation agents were performed on the filter devices as described in the
respective protocols for each technique. All tubes and solvent containers used were washed
with 50% methanol and dried to minimize potential polyethylene glycol contamination.

Lysis and protein solubilisation of H69 normal human cholangiocyte cells
Adherent H69 Human cells were harvested using a 5 min incubation with TrypLE express
solution (Gibco) at 37˚C followed by three washes with Dulbecco’s PBS (Gibco) with centrifugation at 800 × g for 5 min between each wash. Approximately 6 million cells were lysed on ice
by resuspending a cell pellet in 250 μL of 1% SDS, 5 mM MgCl2, 10 mM CHAPS and 100 mM
triethylammonium bicarbonate (TEAB) supplemented with 1 × Roche Complete protease
inhibitors. Immediately after lysis, DNA and RNA were degraded by the addition of 50 mM
Tris, 20 mM NaCl and 2 mM MgCl2 with 10 μl of 1 unit/μl ultrapure Benzonase (Sigma) followed by incubation at 4˚C for 30 minutes with constant agitation. Protein concentration was
determined using the BCA Assay (Pierce) following the manufacturer’s protocol. Aliquots of
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50 μg of proteins in 10 μL lysis buffer were transferred into individual 1.7 mL microtubes
(Axygen) in sufficient number to perform triplicates of each sample processing technique.

Modified FASP protocol (10 and 30 kDa)
Proteins in lysis buffer were reduced by the addition of 0.5 M DTT stock solution to a final
concentration of 20 mM followed by incubation at 95˚C for 5 min and cooling at room temperature (rt) for 10 min. Proteins were then alkylated in 40 mM of IAA for 45 min in darkness
at rt. Eight volumes of 8 M Urea, 10% isopropanol in 100 mM TEAB was then added to the
protein sample. Either 10 or 30 kDa molecular weight cut-off filter plates (AcroPrep advance
96-well Omega filter plates, PALL), coupled to deep U-bottom well plates (Axygen) for collection, were prepared by briefly spinning 200 μL of 60% isopropanol through the filter at
3,100 × g. Protein sample was then transferred to the plate and spun at 3,100 × g for 30 min in
a 5810R (Eppendorf) centrifuge with adapted plate bucket. Detergent removal by buffer
exchange was performed in two successive washes with 8 M urea, 10% isopropanol in 100 mM
TEAB with centrifugation at 3,100 × g for 30 min between each wash. Urea was then removed
by two washes with 10% isopropanol in 50 mM TEAB with centrifugation at 3,100 × g for
30 min between each wash. A final of wash with 50 mM TEAB was performed with centrifugation as described above. Protein digestion was then performed by adding 1 μg of trypsin, in
50 mM TEAB, to the wells and incubating overnight at 37˚. Peptides were recovered using an
initial spin of 3,100 × g for 10 min followed by two centrifugations with 50 μL of 50 mM
TEAB. Recovered peptides were dried in a speed vacuum for 4 hours at 45˚C.

FASP
FASP was performed as previously described [2] with minor changes. Briefly, proteins were
reduced and alkylated as described for above and were then mixed with eight volumes of 8M
urea in 100 mM Tris-HCl pH 8. Microcon Ultracel 30 kDa (Millipore) units were prepared by
briefly spinning 60% methanol through the filter at 14,000 × g. Protein samples were transferred to the filter units and spun at 14,000 × g for 15 min. Detergent removal by buffer
exchange was performed in two successive wash with 8 M urea in 100 mM Tris-HCl pH 8 with
a 15 min spin at 14,000 x g. Unlike the original protocol, three additional washes using
100 mM Tris-HCl pH 8, with a 15 min spin at 14,000 × g between each wash, were included to
remove excess urea. Protein digestion was achieved by adding 1 μg of trypsin in 50 mM
ammonium bicarbonate (ABC) and incubating at 37˚C overnight. Peptides were recovered in
two washes with 50 μL of 50 mM ABC with spinning at 14,000 × g for 5 min each. The mixture
was then vacuumed dried for 4 hours at 45˚C.

eFASP
eFASP was performed as previously described [11] with minor changes. Briefly, the day before
the experiment a Microcon Ultracel 30 kDa filtration unit (Millipore) was “passivated” by an
overnight incubation in a solution of ultrapure water with 5% v/v of TWEEN-20. Proteins in
lysis buffer were then reduced and alkylated as described above and mixed with eight volumes
of 8 M urea, 0.2% deoxycholic acid (DCA) in 100 mM Tris-HCl pH 8. The passivated filter
units were rinsed thoroughly by three immersions in a large volume of ultrapure water and the
protein mixtures transferred to them before spinning at 14,000 × g for 15 min. Detergent
removal by buffer exchange was done using two successive washes of 8 M urea, 0.2% DCA in
100 mM Tris-HCl pH 8 with spinning at 14,000 × g for 15 min after each wash. Urea was then
removed in three washes of 50 mM ABC with 0.2% DCA with spinning at 14,000 × g for
15 min. Protein digestion was achieved by adding 1 μg of trypsin in 50 mM ABC with 0.2%
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DCA and incubating at 37˚C overnight. Peptides were recovered in two washes with 50 μL of
50 mM ABC with spinning at 14,000 × g for 5 min. Peptides were then lyophilised prior to
mass spectral analysis.

MStern-blot
MStern-Blot was performed as previously described [12] with minor changes. Briefly, proteins
were reduced and alkylated as described above and mixed with eight volumes of 8 M urea in
100 mM ABC. The wells of a 0.45 μm hydrophob-high protein binding immobilon-P membrane (PVDF) plate (Millipore) were prepared by passing 70% ethanol through the filter on a
vacuum manifold on top of a deep U-bottom well collecting plate. The PVDF membrane was
equilibrated with 8 M urea in 100 mM ABC solution before application of the protein mixture
to the filter plate wells. The protein mixture was passed through the membrane three times by
collecting the flow through and re-applying it to the filter membrane. Unlike the original protocol, an extra wash using 8 M urea in 50 mM ABC was used prior to two washes with 50 mM
ABC. Protein digestion was performed by adding 1 μg of trypsin in 50 mM ABC and incubating at 37˚C overnight. Peptides were recovered in a V-bottom well collecting plate using two
washes with 40% acetonitrile (ACN), 0.1% trifluoroacetic acid (TFA) in MS-grade water and
lyophilised prior to mass spectral analysis.

Tandem mass spectrometry
Tryptic peptides were solubilised in a solution of 0.1% TFA and desalted on ZipTip C18 pipette
tips (Millipore). Desalted peptides were lyophilised and resuspended in 30 μL of 0.1% formic
acid [aq], 2% ACN and centrifuged at 12,000 × g for 5 min to remove particulate matter. Peptides were chromatographically separated on a Eksigent Ekspert nanoLC 415 (AB SCIEX).
Firstly, 2 μl of desalted peptides (approximately 2 μg of peptide) were injected onto a
ChromXP C18CL trap column (3 μm, 120 Å, 10 x 0.3 mm) at 5 μl/min for five min in 0.1% formic acid [aq]/5% ACN (solvent A) before being placed in line with a ChromXP C18 (3 μm,
120 Å, 15 cm x 75 μm) nanoLC column. Peptides were eluted by three consecutive linear gradients: 5-10% solvent B (ACN/0.1% formic acid) over 2 min, 10-40% solvent B over 58 min
and 40-50% solvent B over 5 min at a 300 nL/min flow rate. Eluted peptides were passed
directly into a nano-electrospray ion source of a TripleTOF 5600+ mass spectrometer (AB
SCIEX) for tandem mass spectrometry with the following parameters: ion spray voltage was
set to 2300V, declustering potential of 150 V, curtain gas flow 25, nebuliser gas 1 (GS1) 15 and
interface heater at 150˚C. Full scan TOF-MS data was acquired in Information Dependant
Acquisition (IDA) mode over the mass range 350-1350 (m/z) with 250 ms accumulation time
and, for product ions, 100-2000 (m/z) with 50 ms accumulation time for a total of 10,606
cycles. Ions observed in the TOF-MS scan, exceeding a threshold of 150 counts and possessing
a charge state of +2 to +5, were set to trigger the acquisition of product ion spectra for a maximum of 40 of the most intense ions. Dynamic exclusion was incorporated for 10 seconds after
one occurrence of a precursor ion. The mass spectrometer was automatically recalibrated with
B-Galactosidase digest after every 2 samples. Data was acquired and processed using Analyst
TF 1.7 software (AB SCIEX). Spectral data acquired during the study are publicly available at
MassIVE (https://massive.ucsd.edu/ProteoSAFe/static/massive.jsp) with the accession number
MSV000080595 under the CC-BY 4.0 license.

Database searching
Spectral searches of processed LC-MS/MS data were performed using ProteinPilot v4.5 (AB
SCIEX) using the Paragon algorithm (version 4.5.0.0) with the following parameters: one miss
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cleavage allowed, carboxymethylation was specified as a fixed modification and oxidation of
methione as a variable modification, urea denaturation was also set as a special factor. Background correction was used and biological modifications specified as an ID focus. The
detected protein threshold was set as 0.5 and the false-discovery rate (FDR) was calculated
using searches against a decoy database comprised of reversed sequences. Searches were conducted against the SwissProt human reference proteome set comprising 70236 protein
sequences (downloaded 30th, March 2016).

Results and discussion
Polyethersulfone as a membrane for FASP analysis
Processing of tissue samples in 96-well plates is a convenient and high-throughput method for
processing large numbers of samples prior to mass spectrometry, particularly for clinical applications. However, using FASP in 96-well plates equipped with cellulose MWCO membranes
typically requires centrifugation spin times of an hour or more at 3200 × g for efficient buffer
exchange in wash steps [7, 8, 12]. We modified the standard FASP protocol to use more robust
PES filtration membrane and were then able to introduce 10% isopropanol into our work flow
as a wetting agent (S1 Fig), resulting in a reduction of *50% in the time required to achieve
full buffer exchange at 3,200 × g. With at least seven buffer exchange steps in our work flow
(S1 Fig) this amounted to a reduction of 3 hours in sample preparation time. The ability of isopropanol to improve the rate of buffer exchange is likely due to a reduction in surface tension
between the aqueous layer and the membrane [13] and although alcohol can reduce the critical
micelle concentrations (CMC) of detergents [14], affecting both the elimination of the detergent during buffer exchanges and its ability to solubilize proteins, this is likely balanced by the
positive effects of urea on the CMC [15]. Using this modified protocol we have now successfully processed protein samples from a wide variety of sources including cell lines, bile extracts,
human tissue and exosome preparations.

Proteins identified using different processing methods
PES 96-well plates are available with both 10 and 30 kDa MWCO membranes and to compare
the performance of our modified protocol to the other FASP-like protocols, we used each
method, FASP, eFASP, MStern and the 30 and 10 kDa versions of our method (referred to
below as pFASP-30 and -10), to process total protein from a cancer cell line (KKU055) before
tandem mass spectral analysis on an AB SCIEX 5600+ mass spectrometer. Fig 1 summarizes
the number and characteristics of proteins identified using the different methods. The modified protocol provided a comparable number of protein identifications as the other FASP-like
methods; identified proteins ranged from 741 for eFASP to 644 for MStern (Fig 1A) with
pFASP-10 and -30 providing 675 and 722, respectively. Each method showed similar reproducibility as measured by the number of unique protein identifications in each replicate;
MStern providing the most reproducible set of protein identifications (11%) and pFASP-10
the least (14%; Fig 1B).

Cellular location and hydrophobicity of identified proteins
To determine if there were differences in the characteristics of proteins identified using different FASP methods the cellular location, hydrophobicity and size of identified proteins were
compared. A comparison of the ‘cellular component’ GO terms associated with identified proteins suggests that the pFASP methods identified slightly more membrane proteins than the
other methods (Fig 1C) although differences between each method were minor, as has been
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Fig 1. Total protein identification using different processing methods. A. Bar plot comparison of the average number of nonredundant proteins identified across three replicates of each sample preparation method; B. Bar plot comparison of the average
number of unique proteins identified in each replicate of each method; C. Average percent of total ‘cellular component’ GO terms
returned by proteins identified in each replicate of each method that were associated with a cytosolic, membrane or nuclear
subcellular location; D. Density plots of GRAVY scores for proteins identified using each protein processing method; E. The
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average mass of proteins identified in each replicate of each protein processing method; and F. Radar plot showing selected
characteristics of proteins and peptides identified using each protein processing method.
https://doi.org/10.1371/journal.pone.0175967.g001

previously reported in a comparison of FASP and eFASP [16]. Likewise, density plots of protein GRAVY scores (a measure of the hydropathy of amino acid sequences [17]) were quite
similar although MStern did show fewer protein identifications in the hydrophilic regions of
the plot (Fig 1D). As the only method that relies on hydrophobic interactions rather than a
MWCO to retain proteins on the membrane, this could reflect a tendency for more hydrophilic proteins to pass through the PVDF membrane before the completion of processing, as
previously suspected [12] and as reflected in the lower number of membrane proteins identified using this method (Fig 1C).

Unique identifications provided by different methods
To determine whether each method identified a similar set of proteins, protein identifications
from all replicates were combined and the overlap in protein identifications visualized using
an Upset plot [18]. From 1,669 identified proteins, only 403 were identified in all methods
(Fig 2A). Some 542 protein identifications, 32% of the total, were identified in only one of the
tested methods (highlighted in Fig 2A). Although, in this analysis, without pre-fractionation of
proteins and relatively short chromatographic separation prior to MS analysis, this could be
explained by stochastic effects, the GRAVY scores and cellular location GO terms for each
method were compared to determine if there were any systematic effects associated with different methods. GRAVY score density plots for identified proteins in each method suggests that
the MStern method provided more unique protein identifications within a narrower range of
hydrophobicity, with the other methods providing unique identifications of both more hydrophilic and hydrophobic proteins. As discussed, more hydrophilic proteins may not be retained
on the PVDF membrane but it is also possible that some hydrophobic peptides may not elute
from the membrane after processing, as evidenced by the longer right-hand tails of the
MWCO methods in the GRAVY score density plot (Fig 2B). In combination with the GRAVY
score density plot in Fig 1D, it appears that MStern is providing deeper coverage over a smaller
range of hydrophobicity while the MWCO methods provide identifications over a greater
range of hydrophobicity at the cost of a shallower coverage (under these experimental conditions). This was also reflected in both the greater number of membrane-associated GO terms
provided by the unique identifications from the MWCO methods (Fig 2C) and the further
136 protein identifications not identified using the MStern method (marked with asterisks in
Fig 2A).

Conclusions
In this work we have shown that our modified FASP protocol is a useful adaptation of the
FASP protocol for decreasing the time need for the high-throughput analysis of large numbers
of samples in a 96-well format. Using our method we were able to decrease spin times by 50%,
representing 3 hours in our typical sample preparation work flow. When compared to the different FASP-like sample preparation protocols our method provides similar performance to
other FASP protocols with a similar number of protein identifications and the same level of
reproducibility. In our modified protocol we exploit the increased robustness of the PES membranes to use isopropanol as a wetting agent allowing for faster buffer exchange, but the tolerance of the membrane for a range of organic solvents allows for other potential work flows
using these solvents, for example the processing of proteins in phenol solution after DNA
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Fig 2. Upset analysis of proteins identified using each sample preparation method and
characteristics of unique proteins only identified using a single method. A. Upset chart showing overlap
in proteins identified using each protein processing method. Numbers of identified proteins shared between
different sets of methods are indicated in the top bar chart and the specific methods in each set are indicated
with solid points below the bar chart. Total identifications for each method are indicated on the left as
‘Identifications per method’. Figure generated using Upset R package [18]; B. Density plots of GRAVY scores
for proteins uniquely identified in each protein processing method; and C. Average percent of total ‘cellular
component’ GO terms returned by proteins uniquely identified in each replicate of each method that were
associated with a cytosolic, membrane or nuclear subcellular location.
https://doi.org/10.1371/journal.pone.0175967.g002

extraction. We have now used our modified method for the processing of protein mixtures
from a wide-range of biological sources and the work presented here suggests our method provides a useful technique for high-throughput processing of samples for proteomic analysis.

Supporting information
S1 Fig. Summary of sample preparation work flow for each processing method. Preparation
time per sample, including 18 hours of trypsin digest and overnight precipitation for the in-
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solution preparation, is indicated at the bottom of the flow chart. The preparation times show
that pFASP is comparable to FASP-like methods that use centrifugation units. This allows for
rapid, high-throughput processing of large numbers of samples in 96-well plates wih processing times similar to those of the FASP-like methods using individual centrifugation units.
(PDF)

Acknowledgments
This research was supported by award R01CA155297 from the National Cancer Institute,
award P50AI098639 from the National Institute of Allergy and Infectious Disease and fellowship support (JPM) and research support (grant number 1051627) from the National Health
and Medical Research Council of Australia. JM is supported by a Career Development Fellowship from the National Health and Medical Research Council, Australia (NHMRC). The data
reported in this paper were obtained at the Central Analytical Research Facility operated by
the Institute for Future Environments (QUT).

Author Contributions
Conceptualization: Marut Laohaviroj, Jason Mulvenna.
Data curation: Jeremy Potriquet, Jason Mulvenna.
Formal analysis: Jeremy Potriquet, Jason Mulvenna.
Funding acquisition: Jeffrey M. Bethony, Jason Mulvenna.
Investigation: Jeremy Potriquet, Marut Laohaviroj.
Methodology: Jeremy Potriquet, Marut Laohaviroj, Jason Mulvenna.
Project administration: Jeffrey M. Bethony, Jason Mulvenna.
Resources: Jeffrey M. Bethony, Jason Mulvenna.
Supervision: Jason Mulvenna.
Visualization: Jeremy Potriquet, Jason Mulvenna.
Writing – original draft: Jeremy Potriquet, Marut Laohaviroj, Jason Mulvenna.
Writing – review & editing: Jeffrey M. Bethony.

References
1.

Manza LL, Stamer SL, Ham AJ, Codreanu SG, Liebler DC. Sample preparation and digestion for proteomic analyses using spin filters. Proteomics 2005; 5(7):1742–1745. https://doi.org/10.1002/pmic.
200401063 PMID: 15761957

2.

Wiśniewski JR, Zougman A, Nagaraj N, Mann M. Universal sample preparation method for proteome
analysis. Nat Methods. 2009; 6(5):359–62. https://doi.org/10.1038/nmeth.1322 PMID: 19377485

3.

Nagaraj N, Lu A, Mann M, Wiśniewski JR. Detergent-based but gel-free method allows identification of
several hundred membrane proteins in single LC-MS runs. J Proteome Res. 2008; 7(11):5028–5032.
https://doi.org/10.1021/pr800412j PMID: 18839980

4.

Kachuk C, Stephen K, Doucette A. Comparison of sodium dodecyl sulfate depletion techniques for proteome analysis by mass spectrometry. J Chromatogr A. 2015; 1418:158–166. https://doi.org/10.1016/j.
chroma.2015.09.042 PMID: 26422304

5.

Welberry Smith MP, Zougman A, Cairns DA, Wilson M, Wind T, Wood SL, et al. Serum aminoacylase-1
is a novel biomarker with potential prognostic utility for long-term outcome in patients with delayed graft
function following renal transplantation. Kidney Int. 2013; 84(6):1214–1225. https://doi.org/10.1038/ki.
2013.200 PMID: 23739232

PLOS ONE | https://doi.org/10.1371/journal.pone.0175967 July 27, 2017

9 / 10

Modified FASP for high-throughput sample preparation

6.

Nagaraj N, Wisniewski JR, Geiger T, Cox J, Kircher M, Kelso J, et al. Deep proteome and transcriptome
mapping of a human cancer cell line. Mol Syst Biol. 2011; 7:548. https://doi.org/10.1038/msb.2011.81
PMID: 22068331

7.

Yu Y, Suh MJ, Sikorski P, Kwon K, Nelson KE, Pieper R. Urine sample preparation in 96-well filter plates
for quantitative clinical proteomics. Anal Chem. 2014; 86(11):5470–5477. https://doi.org/10.1021/
ac5008317 PMID: 24797144

8.

Switzar L, van Angeren J, Pinkse M, Kool J, Niessen WM. A high-throughput sample preparation
method for cellular proteomics using 96-well filter plates. Proteomics. 2013; 13(20):2980–2983. PMID:
23943524

9.

Arul AB, Byambadorj M, Han NY, Park JM, Lee H. Development of an automated, high-throughput sample preparation protocol for proteomics analysis Bull Korean Chem Soc 36, Bull. Korean Chem. Soc.
2015; 36(7): 1791–1798. https://doi.org/10.1002/bkcs.10338

10.

Wiśniewski JR, Zielinska DF, Mann M. Comparison of ultrafiltration units for proteomic and N-glycoproteomic analysis by the filter-aided sample preparation method. Anal Biochem. 2011; 410(2):307–309.
https://doi.org/10.1016/j.ab.2010.12.004 PMID: 21144814

11.

Erde J, Loo RR, Loo JA. Enhanced FASP (eFASP) to increase proteome coverage and sample recovery for quantitative proteomic experiments. J Proteome Res. 2014; 13(4):1885–1895. https://doi.org/10.
1021/pr4010019 PMID: 24552128

12.

Berger ST, Ahmed S, Muntel J, Cuevas Polo N, Bachur R, Kentsis A, et al. MStern Blotting-High
Throughput Polyvinylidene Fluoride (PVDF) Membrane-Based Proteomic Sample Preparation for 96Well Plates. Mol Cell Proteomics. 2015; 14(10):2814–2823. https://doi.org/10.1074/mcp.O115.049650
PMID: 26223766

13.

Ghahremani H, Moradi A, Torghabeh-Abedini J, Hasani S. Measuring Surface Tension of Binary Mixtures of Water + Alcohols from the Diffraction Pattern of Surface Ripples, Der Chim. Sin. 2011; 6:
212–221.

14.

Sidim T, Acar G. Alcohols Effect on Critic Micelle Concentration of Polysorbate 20 and Cetyl Trimethyl
Ammonium Bromine Mixed Solutions. J Surfactants Deterg. 2013; 16(4):601–607. https://doi.org/10.
1007/s11743-012-1429-x PMID: 23794797

15.

Ruiz CC. A photophysical study of the urea effect on micellar properties of sodium dodecylsulfate aqueous solutions. Colloid and Polymer Science. 1995; 273(11):1033–1040. https://doi.org/10.1007/
BF00657670

16.

Nel AJ, Andrew JM, Garnett S, Blackburn JM, Soares NC. Comparative reevaluation of FASP and
enhanced FASP methods by LC–MS/MS J Proteome Res. 2015; 14(3):1637–1642. https://doi.org/10.
1021/pr501266c PMID: 25619111

17.

Kyte J, Doolittle RF. A simple method for displaying the hydropathic character of a protein. J Mol Biol.
1982; 157(1):105–132. https://doi.org/10.1016/0022-2836(82)90515-0 PMID: 7108955

18.

Lex A, Gehlenborg N, Strobelt H, Vuillemot R, Pfister H. UpSet: visualization of intersecting sets. IEEE
Trans Vis Comput Graphics. 2014; 20(12):1983–1992. https://doi.org/10.1109/TVCG.2014.2346248

PLOS ONE | https://doi.org/10.1371/journal.pone.0175967 July 27, 2017

10 / 10

